Time resolved X-ray Resonant Magnetic Scattering in reflection geometry 
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We present a new setup to measure element-selective magnetization dynamics using the ALICE chamber 
(RSI 74, 4048 (2003)) at the BESSY II synchrotron at the Helmholtz-Zentrum Berlin. A magnetic field pulse 
serves as excitation, and the magnetization precession is probed by element selective X-ray Resonant Magnetic 
Scattering (XRMS). With the use of single bunch generated x-rays a temporal resolution well below 100 ps is 
reached. The setup is realized in reflection geometry and enables investigations of thin films described here, 
multilayers, and laterally structured samples. The combination of the time resolved setup with a cryostat 
in the ALICE chamber will allow to conduct temperature-dependent studies of precessional magnetization 
dynamics and of damping constants over a large temperature range and for a large variety of systems in 
reflection geometry. 



I. INTRODUCTION 

Nanomagnetism on short timescales has attracted 
much interest in recent years for both a fundamental 
understanding and for technological reasons. The time 
scales reach from seconds for fluctuations of magneti- 
zation in nanoparticles and ultrathin films 1 "" 2 -, micro- 
to nanoseconds for magnetization reversal processes 
via domain wall motion^, picoseconds for precessional 
dynamics 4 , to femtoseconds for demagnetization pro- 
cesses via heat pulses^—. The precessional dynamics that 
occurs in response to a change of the external magnetic 
field direction is of particular interest, as it constitutes 
the basic step to a complete magnetization reversal. The 
damped precessional motion about the new field direc- 
tion is entirely governed by the Landau-Lifshitz-Gilbert 
equation (LLC). The precessional dynamics can be stud- 
ied either by driving the ferromagnetic system into res- 
onance via microwave excitation (FMR) 8 .! 9 ., where the 
width of the resonance line is a measure of the damp- 
ing constant, or in real time via a step or impulse 
excitation, where the system subsequently relaxes into 
the effective field direction with a characteristic time 
constan t 10 ' 11 . While FMR experiments on nanomagnetic 
systems are well established^ 2 -, pulse field excitation ex- 
periments are less common. Pioneering work was done 
by Silva and Gerrits using an Auston switch for gener- 
ating a strong current pulse, which, in turn, produces a 
magnetic field pulse within the sampl o 13 ' 14 . Using time 
resolved Magneto-Optical Kerr Effect (tr-MOKE^iZ, 
the precessional switching can be resolved in real time. 
For magnetic alloys and for magnetic heterostructures it 
is desirable to have a method which not only has suf- 
ficient time resolution but also provides element selec- 
tive information. For domain wall and vortex dynamics, 
time-resolved Photoemission Electron Microscopy (tr- 
PEEM) 18 ' 19 and time resolved Scanning Transmission X- 
ray Microscopy (tr-STXM ) 20 ' 21 experiments are powerful 
element selective tools using resonant absorption. These 
techniques, however, image domains rather than individ- 
ual moments. Time resolved X-ray Resonant Magnetic 
Scattering (tr-XRMS) is the method of choice for the 
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investigation of element specific precessional motion and 
has been demonstrated for the first time by Bailey et al£2- 
in the time domain and in reflection geometry. These ex- 
periments where later accompanied by transition geome- 
try experiments with FM R 23 1 24 and pulsed excitation 2 ^. 

Here we describe a newly developed tr-XRMS setup 
that allows excitation of nanomagnetic systems using 
field pulses on the 100 picosecond timescale. The free 
precessional response as well as the precessional damp- 
ing over several nanoseconds is then followed for each el- 
ement by tuning the photon energy to the different x-ray 
resonance absorption edges. This real time method also 
enables to address the low frequency limit of precessional 
motion that is still challenging in the frequency domain. 
In the following we first describe the experimental setup 
of our system and then provide results from a Fe2oNi8o 
(Py) thin film sample. 

II. EXPERIMENTAL SETUP 

In our setup we combine the element selective tech- 
nique of XRMS with the pulsed structure of the x-rays 
provided by a synchrotron storage ring in order to enable 
time-resolved experiments, as depicted in Figure [T] 

The sample is excited by a magnetic field pulse, and 
after a fixed delay the instant magnetization is probed by 
the x-ray pulse. By controlling the delay between pump 
and probe in steps as small as 10 ps, we monitor the in- 
stant magnetization at fixed times after the onset of the 




FIG. 1. A schematic of the pump-probe setup. The delay 
between voltage pulse and photon pulse is varied, and the 
reflected intensity is measured as a function of delay time. 
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excitation. The resulting delay scan yields an element 
and time resolved sequence of the precessional dynamics 
in the sample. We emphasize that tr-XRMS measures the 
individual magnetic moments in contrast to tr-MOKE 16 , 
tr-PEEMi2^2, or tr-STXM22i2I experiments, where typ- 
ically the dynamics of domain structures like Landau 
patterns or vortex core reversal is monitored. Due to 
the photon-in photon-out technique, there is no charg- 
ing effect to worry about as may be the case for PEEM 
experiments. 

The experiments were carried out at the UE52 
beamline at the BESSY II synchrotron at the 
Helmholtz-Zentrum Berlin (HZB), using the ALICE 
diffractometer— as end station. The undulator beam- 
line provides x-rays of variable energy and polarization, 
including circularly polarized light at the resonant en- 
ergies of the 3d transition elements. During the single 
bunch operation mode of the synchrotron, the intensity 
of the undulator is still sufficiently high (about one or- 
der of magnitude less as compared to multibunch mode) 
to render time resolved experiments feasible. The AL- 
ICE chamber is a versatile two-circle diffractometer with 
horizontal scattering geometry and a broad held and tem- 
perature range is accessible at the sample position. Us- 
ing circularly polarized light in reflection geometry at 
the element-specihc resonant energies, we probe the hor- 
izontal - or M x (collinear with the beam) component of 
the magnetization (equivalent to the longitudinal MOKE 
geometry). In this way element-specihc information on 
the static magnetization profile of various magnetic het- 
erostructures is accessible. 

For the time-resolved experiments we designed a spe- 
cial sample holder for the ALICE chamber serving the 
needs for an additional field in the direction perpendic- 
ular to the scattering plane and for the high frequency 
(hf ) supply. A photograph of the sample holder together 
with a schematic outline of the setup is shown in Fig [3] 
This sample holder combines in a convenient way the ca- 
pabilities of the diffractometer in terms of field, angular 
and temperature range with the possibility to conduct 
time resolved experiments at the very same sample. In 
order to ensure good thermal conductivity and to mini- 
mize temperature drifts the sample holder is fabricated 
from Cu. It includes a pair of coils to generate a bias 
field Hb perpendicular to the scattering plane, and SMA 
connectors to contact the sample to the hf wiring. Two 
pins serve as electrical contacts by just pressing a sam- 
ple against them from the backside. These solder-free 
contacts enable simple and fast sample change from the 
backside of the sample holder without the necessity of 
disconnecting any hf wiring. The sample itself is glued 
on a small sledge and fixed through an opening from the 
backside of the sample holder. Due to its position it is 
always placed at the center of rotation once the sample 
holder is aligned, resulting in very short alignment times. 
A delta electronika constant current source delivers up to 
460 mA for the coils, resulting in a maximum bias field 
of ps 100 Oe. However, this field is only used to saturate 
the sample along the stripline prior to data aquision, as 
the heat dissipation of the coils generates a temperature 
drift and limits the permanent currents to about 250 mA. 




FIG. 2. Picture of the sample holder with coils and hf connec- 
tors. The black rectangle is a Si substrate, positioned from 
the backside. An M8 screw at the top connects the sample 
holder with the cryostat (upmost part). The right panel is a 
schematic of the stripline sample geometry with the bias field 
Ht parallel to the stripline and the pulsed field H v provided 
by a current through the stripline perpendicular to it. The 
vector sum of both fields defines the effective field direction 
H c ff, about which the precessional magnetization dynamics 
occurs before it is aligned parallel to the H e g axis. In the 
time resolved resonant magnetic x-ray scattering experiment 
the x-component of the precessing magnetization M x is de- 
tected as a function of time after pulse excitation. 

The sample is a 7 x 7 mm 2 Si substrate with a centered 
conducting stripline of width 50 /im and length 7 mm as 
main conducting layer and a magnetic layer deposited on 
top. 

The main parts of the sample holder are sketched in 
the lower right panel of Figure [5] Since we use circularly 
polarized light we are sensitive to the magnetization par- 
allel to the a;-direction, thus the magnetic contribution 
to the reflected signal is I m oc <x * M. The rotatablc elec- 
tromagnet in the ALICE chamber provides a magnetic 
field H x parallel to the sample surface and in the scatter- 
ing plane in order to measure element selective hysteresis 
loops for static characterization. A constant current ap- 
plied through the stripline will then result in a shift of the 
hysteresis, as the magnetic field generated by the current 
will add to the external field H x supplied by the electro- 
magnet. The bias field on the other hand, induces 
an easy-axis behavior parallel to the stripline and thus 
a hard-axis-behavior along the a;-direction. The fields 
present at the sample position are shown in the top right 
panel of Fig. [2] Temporal resolution is obtained with 
a pump-probe technique during single bunch operation 
mode at BESSY II: Only one bunch travels in the stor- 
age ring, the photons generated arrive in pulses of 50 ps 
width and a separation of 800 ns, i.e. a repetition rate 
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FIG. 3. Schematic outline of the electronics for time resolved 
experiments. The left part shows the standard ALICE equip- 
ment, the right part the electronics setup for the time resolved 
experiments. The double arrows mark GPIB communication. 



of 1.25 MHz. The synchrotron masterclock provides a 
trigger signal at this frequency with a fixed yet arbitrary 
phase to the photons hitting the sample. The photon 
pulse length sets the upper limit of the time resolution. 
Any processes that are faster than 50 ps are not acces- 
sible with our setup. For the excitation of the preces- 
sion the trigger signal from the BESSY masterclock is 
fed into an HP8130A pulse generator, which serves as 
a delay station and is controlled via a GPIB interface. 
The output signal is then connected to an AvTech pulse 
generator, generating a voltage step of 10 ns length and a 
variable amplitude of up to 10 V with a rise time of 225 ps 
(10/90). This pulse is delivered to the sample via 50 
coaxial cables and finally fed into a 20 GHz HP 54110D 
oscilloscope during the measurements. All cables and 
electrical feedthroughs used in this setup are chosen for 
small damping loss in the frequency range up to 18 GHz 
to sustain the high frequency components of the edges of 
the voltage pulse and to maintain a sharp rise and fall 
time of the field pulse. This is essential for observing 
free precessional motion in the sample instead of an adi- 
abatic change of the magnetization vector in response to 
a change of the field direction. The voltage pulse directly 
results in a magnetic field pulse at the sample position, 
the shape of the voltage pulse observed at the scope is a 
direct measure for the shape of the magnetic field pulse. 
A schematics of the electronic circuit is shown in Fig. [3] 

The reflected intensity is detected by a GaAs photodi- 
ode together with a Keithley pico ammeter, as a function 
of delay time. Delay control and data acquisition is done 
via the SPEC software^!. The delay between the mas- 
terclock signal and the voltage pulse at the sample is 
controlled with the HP8310A via a GPIB interface. The 
minimum step size possible is 10 ps, which is well below 
the intrinsic length of the photon pulse (50 ps) . 

For each delay step, the signal is integrated over for 
about 30 s, and a reference signal is measured without 
applying a current pulse. The latter is important to mon- 
itor the background signal and to avoid stability effects 
due to the small size of the sample. As a whole scan 
takes about half an hour, stability of the sample with 
respect to the beam is an important issue. For striplines 
of only 50 /im width we observed a very noisy signal that 
we assign to small variations of the sample position with 
respect to the beam. This resulted in intensity varia- 



tions of up to 5 %, which is in the range of the signal to 
be measured and prevents any time resolved scans to be 
taken. Therefore, the width of the stripline should be on 
the same order as the beam size. 



III. RESULTS AND DISCUSSION 

As a test sample we present results of a polycrystalline 
25 nm thick Py layer on top of a 50 nm thick Cr stripline. 
The structure was deposited on a Si substrate through 
a mask resulting in a 600 /im wide stripline. All scans 
shown in Fig. |4] and [5] were taken at the Fe L3 resonant 
edge at an incident and exit glancing angle of 7 °. Prior to 
each delay scan the sample is saturated along the stripline 
and subsequently the bias field is released to a fixed value. 
The magnetization is then considered to be aligned along 
the y-direction, yielding no magnetic asymmetry in the 
reflected intensity. The change in reflected intensity is 
then monitored as a function of delay time between ex- 
citation and probe. Figure U] shows a typical result for a 
bias field of 11.5 Oe and a voltage pulse of 10 V amplitude 
and 10 ns length. The overall step in the intensity arises 
from the magnetic field pulse, and the step height repre- 
sents the new equilibrium direction for the magnetization 
being aligned along i? c ff- In a- first approximation this is 
given by the vector sum of Hi, and H p , neglecting any 
other contributions (compare the right part of Fig [2]). In 
this picture the angle 8 between H c g and can be 
determined from the intensity change at the step. The 
change of the direction of the magnetic field with the 
rising edge of the current pulse leads to damped free pre- 
cession about H e g. In the reflected intensity we observe 
the projection of the magnetization precession into the 
z-direction, which appears as a damped harmonic os- 
cillation. The damped oscillations at both leading and 
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FIG. 4. The upper part shows the intensity detected as a 
function of delay time with (full) and without (open symbols) 
current pulse. Both intensities drop because of the ring decay. 
The lower graph shows the same delay scan where the inten- 
sity with pulsed excitation is normalized to the one without. 
The oscillations at the leading and trailing edges are clearly 
recognized. 
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FIG. 5. The upper panel shows delay scans at four differ- 
ent amplitudes of the pulsed field at a constant bias field of 
11.5 Oe. The lower panel shows the effect of an increasing bias 
field at a constant pulse field. The change in step height is not 
linear with the bias field, because there is always a constant 
H cS> x = Hp present. 



IV. CONCLUSION AND OUTLOOK 

We have constructed an add-on sample holder for the 
ALICE chamber, which together with the electronics en- 
ables time and element resolved experiments in reflec- 
tion geometry with a time resolution of less than 100 ps. 
A pulsed magnetic field triggers a magnetization preces- 
sion M(t) about a new effective field direction i? e ff, the 
projection of which into the scattering plane M x (t) is 
detected as a damped oscillation after defined time de- 
lays. This stroboscopic detection mode allows time scans 
from 100 ps up to a few ns. The expected dependencies 
of the M x component on both the pulsed magnetic field 
amplitude and the bias field strength are clearly recog- 
nized for a Py thin film sample. Furthermore, we observe 
the expected frequency increase for increasing bias field. 
Future experiments will focus on the magnetization dy- 
namics and damping in multilayer structures and later- 
ally patterned samples. The reflection geometry is ideally 
suited for these kinds of samples, as the substrate can be 
chosen arbitrarily, and furthermore depth information is 
obtained via variation of the scattering vector. 
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trailing edge of the excitation are clearly visible, lasting 
for a few nanoseconds. Anisotropics are neglected in this 
picture but may become important for a more detailed 
analysis of the data. To proof that the observed oscilla- 
tions are not by any means a geometric effect, we have 
changed photon helicity, bias field direction and current 
pulse direction, obtaining comparable results in all cases. 

Delay scans at a fixed bias field of 11.5 Oe for four dif- 
ferent pulse amplitudes are shown in the top panel of 
Fig. 5 at the rising edge of the field pulse. The overall 
step height decreases with decreasing pulse amplitude as 
expected since the angle 6 between H c g and Hb and 
the projection of M into the ^-direction becomes smaller 
for smaller H p . This almost linear reduction leads to the 
assumption that the pulsed field is small compared to the 
bias field. The lower panel of Fig. [5] shows the effect of 
different bias fields at fixed pulse amplitude. Again, the 
step height decreases with increasing bias fields as 9 de- 
creases with increasing bias field. The data also clearly 
show an increasing oscillation frequency, which is ex- 
pected for increasing effective field according to the Kittel 
formula^. Finally, in both data sets we notice that the 
initial slope upon the excitation is similar for all param- 
eters chosen, although the final step height is different. 
The time where M x first transits to the new equilibrium 
increases with the step height. The observed frequencies 
are in the low GHz regime, which is reasonable for Py. 
We have obtained equivalent results for the Ni moments 
in Py, when tuning the x-ray energy to the Ni L3 edge. 
This proves that, with the setup described here, we are 
able to measure element-resolved precessional magneti- 
zation dynamics; a detailed analysis of our data will be 
reported elsewhere. 
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